Introduction {#sec1-1}
============

Peripheral Quantitative Computed Tomography (pQCT) produces a series of two-dimensional scans reconstructed to provide a three-dimensional image at specific cross-sections to determine volumetric measures of bone material, structure and strength, along with muscle and fat morphology of the upper and lower limbs\[[@ref1]-[@ref3]\]. The clinical utility of pQCT to assess segmental tissue composition, the effects of bone disease(s), and osteogenic adaptations due to exercise and growth is increasing\[[@ref2]\], thus it is important to quantify the reliability of pQCT at various sites and across commonly assessed variables in order to determine which measures provide consistent and dependable results\[[@ref4]\]. If pQCT results are unreliable, incorrect measurements may lead to misdiagnoses, false-positive or false-negative outcomes due to scan variability, and may compromise the ability of clinicians and researchers to accurately assess the efficacy of interventions.

Few studies have described the reliability of pQCT measures\[[@ref5],[@ref6]\], principally focusing on isolated lower limb sites. Specifically, excellent reliability for cortical and trabecular bone mineral density and stress strain index (SSI) was observed when scanning the second metatarsal of cadavers\[[@ref5]\]; and for bone mineral density in the subchondral tibia of healthy individuals\[[@ref6]\]; with another study measuring between-day reliability of upper limb and lower limb bone sites, demonstrating high reliability with low coefficients of variation (CV)\[[@ref7]\]. Although this single study focused on the CV's of multiple variables at several bone sites for each of the long bones in the limbs\[[@ref7]\], there is a need for additional measures of reliability more generally, in particular with the upper-limbs and soft-tissue. Indeed, root mean squared coefficient of variation (CV~RMS~) values for bone measures have been reported for the upper and lower limbs\[[@ref7]\], however intraclass correlation coefficients (ICC) have not. Similarly, low CV~RMS~ values for various pQCT muscle measures in the lower leg\[[@ref8]\], and the upper-arm\[[@ref9]\] have also been reported, though have not yet been studied in the forearm or thigh segments to date. Similarly, there appears to be a lack of information concerning the between-day reliability of pQCT measures. Accordingly, the purpose of this investigation was to determine the between-day reliability of pQCT on commonly measured bone and muscle diaphyseal variables for the upper limb (consisting of the upper arm and forearm).

Method {#sec1-2}
======

Participants {#sec2-1}
------------

Fourteen male participants (age: 25.79±2.27 years, height: 179.11±6.66 cm, and weight: 86.41±22.84 kg), aged between 20 to 30 years volunteered and completed the current study. Males were purposefully recruited as a voluntary sub-cohort of a larger study which involved an osteogenic training intervention limited to men (i.e. minimum strength level requirement). All participants were healthy in accordance with a pre-exercise medical questionnaire to ensure no pre-existing medical conditions (i.e. current or previous fractures in measured scan sites; and movement disorders or similar), no recent nuclear medicine or radiation exposure (within the prior month), and no contraindicated medications (i.e. patients on anti-resorptive medication, such as bisphosphonates or denusomab) were present at the time of study involvement. Individuals were also excluded from participation if there was a pre-existing or recent injury (within 6 months of recruitment) in the scanned limb; if they were unable to adopt the required scan position(s) due to pain or discomfort from an existing injury to a non-scan site, if they had ever fractured or broken the scanned bones being examined. The study was approved by the University Human Research Ethics Committee (ID: JENKINS-11690) and all participants read an information sheet and provided written informed consent.

pQCT {#sec2-2}
----

Reliability for several variables was determined by performing test re-test pQCT scans (XCT-3000; Stratec Medizintechnik, Pforzheim, Germany), 24 or 48 hours apart within the same hour as the initial testing day to control for any potential diurnal variation. The same technician performed all scans for every session. The non-dominant forearm and upper arm was scanned, determined as the opposite limb of each participant's preferred writing hand. Calibration was performed daily in accordance with manufacturer specifications\[[@ref10]\]. Participants were placed in a prone position on a massage table with their upper arm and/or forearm abducted 90 degrees from the torso with the elbow extended and palm face down and hand fixed inside the pQCT gantry ([Figure 1](#F1){ref-type="fig"}). A prone position was chosen over a supine position to ensure consistency in arm orientation between upper arm and forearm scans. Specifically, when an individual has their forearm scanned while being seated, their arm is in a prone position, plus the hand fixation device was contoured to the palm of the hand in a prone position, with a strap support around the back of the hand; which is routinely used for radial scans. This attachment was thus also used for the humeral scan (observable in [Figure 1](#F1){ref-type="fig"}). The pQCT was height adjusted for each participant to ensure the arm remained in line with the torso.

![Positioning for pQCT scanning for (A) lower arm, and (B) upper arm.](JMNI-18-438-g001){#F1}

Humeral and forearm lengths were measured in triplicate (Humerus: ICC: 0.99 (0.98--1.00), CV: 0.5 (0.4--0.7); Forearm: ICC: 1.00 (0.99--1.00), CV: 0.3 (0.3--0.5)), with the average of the measures taken for each region used to establish the cross-section locations to be examined. Specifically, humeral length was defined as the lateral epicondyle at the humeroradial joint (distal end) to the acromion process at the glenohumeral joint (proximal end), with scanning occurring at the 50% humeral site. Forearm length was defined as the cortical end plate of the radius (distal end) to the lateral epicondyle at the humeroradial joint (proximal end), with scanning occurring at 60% of radial length and ulna length from the distal end. A voxel size of 0.5 mm was used for all scans. To determine the scan commencement point for the radius and ulna, a 30 mm scout view image was generated with the reference line positioned through the cortical end-plate at the distal radioulnar joint ([Figure 2](#F2){ref-type="fig"}). To determine the scan commencement point for the humerus, the halfway location of the humerus was marked on the surface of the participant's skin, with the gantry manually positioned at the marked location. An example of the scanned bones can be viewed in \[[Figure 3](#F3){ref-type="fig"}\]. As no conspicuous anatomical landmark is visible at the distal end of humerus using the scout view owing to the olecranon process of the ulna visually obstructing the humeral endpoint, and given the added complexity of positioning a participant to access the 50% humeral slice within the gantry's moveable limits, a scout view was not used for the humerus only. Instead, the research mask was used to manually position the gantry at 50% of humeral length, which was marked on the arm from the measurement of the upper arm length.

![Scout view of the distal radioulnar joint for the forearm scan with the reference line (R) noted.](JMNI-18-438-g002){#F2}

![pQCT cross-sections (A) showing radius (green box) and ulna (blue box), and (B) Humerus.](JMNI-18-438-g003){#F3}

Bone morphology was assessed using ImageJ (Version 1.48c; National Institute of Health, United States of America), BoneJ (Version 1.3.10; Imperial College London, United Kingdom) and the pQCT plug-in\[[@ref11]-[@ref13]\]. Bone mass (mg), endocortical radius (mm), pericortical radius (mm), polar volumetric bone mineral density (vBMD; (mg/cm^3^), endocortical vBMD (mg/cm^3^) and pericortical vBMD (mg/cm^3^) were distributed over 36 segments (two-dimensional images rotating at ten degrees to achieve 360 degrees) and then split into 90 degree portions (0-90°; 90-180°; 180-270°; 270-360°) to allow for comparison of reliability between the two scanning days and in order to replicate the approach of a previous study\[[@ref14]\]. The ICC and CV values for the four 90 degree portions for each variable were averaged to determine the overall reliability. Muscle density (mg/cm^3^), muscle area (mm^2^), SSI (mm^3^), total area (mm^2^), non-cortical area (mm^2^), cortical area (mm^2^), and cortical density (mm^3^) are unable to be broken into segmented portions, so reliability values were determined by comparing their overall values only. Additional variables (endocortical radius, pericortical radius, polar vBMD, endocortical vBMD, mid-cortical vBMD (mg/cm^3^), pericortical vBMD, and non-cortical area) were included which had not previously had reliability reported. Endo-, mid-, and pericortical vBMD were measured by contouring the cortex with a threshold of 220 mg/cm^3^, and subsequently peeling away the outer-most and inner-most layers of pixels. Thereafter, the cortical ring was evenly divided into three concentric radial rings, labelling the inner-most portion as endocortical, outer-most portion as pericortical, and the middle portion as mid-cortical, as seen in Rantalainen et al., 2011\[[@ref15]\]. Bone area was contoured at 220 mm^2^ and these pixels were used for structure-related measurements (CoA, ToA, SSI). Subsequently volumetric density was defined as all pixels within the bone envelope with density higher than or equal to 220 mg/cm^3^. For density distribution analyses the dense cortex was contoured with 220 mg/cm^3^ and the outermost layers of pixels were subsequently peeled away and disregarded. These contouring selections are the norm in the field. The lower threshold used for area-related measures ensures accurate area measures\[[@ref16]\], and a higher threshold is used for volumetric density measures to minimise influence of the partial volume effect (defined as pixels that are partially filled with soft-tissues, and/or partially with hard-tissues).

Statistical analysis {#sec2-3}
--------------------

Between-day reliability of pQCT was assessed by using a reliability analysis spreadsheet (Analysis of Reliability Spreadsheet, Version 2012, SportScience, New Zealand) to determine the ICC and the CV with 90% confidence and upper and lower confidence limits\[[@ref17],[@ref18]\]. Data was assessed for outliers based on visual identification of acceptable scans from previous studies\[[@ref19],[@ref20]\]. Two outliers were identified and removed for the radius and ulna analyses, while seven outliers were identified and removed for the humerus analysis. The most likely cause for the outliers is attributed to motion artefact. Statistical analyses were conducted with SPSS (Version 19.0.0; IBM SPSS Statistics, USA) and a reliability analysis program by Hopkins (2000)\[[@ref17],[@ref18]\]. An ICC value greater than 0.75 was regarded as having excellent reliability, an ICC value between 0.4 and 0.75 inclusive was regarded as having fair to good reliability, and an ICC value below 0.4 was regarded as having poor reliability\[[@ref21]\]. Further, a CV less than 10% was considered acceptable\[[@ref22]\].

Results {#sec1-3}
=======

ICC and CV for variables assessed by pQCT at the three different sites (60% mid-shaft ulna; 60% mid-shaft radius; 50% mid-shaft humerus) across fourteen different variables (bone mass; SSI; endocortical radius; pericortical radius; polar vBMD; endocortical vBMD; mid-cortical vBMD pericortical vBMD; muscle area; muscle density; total area; non-cortical area; cortical area; cortical density) are summarised in \[[Table 1](#T1){ref-type="table"}\]. ICC and CV results for 90 degree segments are summarised in \[[Table 2](#T2){ref-type="table"}\].

###### 

Intraclass Correlation Coefficient (ICC) and Coefficient of Variance (CV) for peripheral Quantitative Computer Tomography with 90% confidence intervals for bone site variables.

                          60% radius site                                      60% ulna site        50% humerus site                                                                                  
  ----------------------- ---------------------------------------------------- -------------------- ---------------------------------------------------- -------------------- ----------------------- --------------------
                          ICC (90% CI)                                         CV% (90% CI)         ICC (90% CI)                                         CV% (90% CI)         ICC (90% CI)            CV% (90% CI)
  **BM (mg)**             0.96 (0.89--0.99)                                    2.8 (2.1--4.3)       0.99 (0.98--1.00)                                    2.0 (1.5--3.2)       0.99 (0.98--1.00)       2.0 (1.5--3.2)
  **SSI (mm^3^)**         0.98 (0.95--0.99)                                    2.7 (2.0--4.3)       0.97 (0.92--0.99)                                    4.3 (3.2--6.8)       0.82 (0.40--0.95)       6.6 (4.5--13.0)
  **EnR (mm)**            0.98 (0.95--0.99)                                    2.8 (2.1--4.4)       0.97 (0.92--0.99)                                    4.8 (3.6--7.5)       0.98 (0.92--1.00)       2.5 (1.7--4.8)
  **PeR (mm)**            0.95 (0.85--0.98)                                    1.6 (1.2--2.4)       0.92 (0.80--0.97)                                    2.3 (1.7--3.7)       0.91 (0.68--0.98)       2.4 (1.6--4.5)
  **PvBMD (mg/cm^3^)**    0.63 (0.29--0.14)                                    0.6 (0.5--0.9)       0.58 (0.20--0.82)                                    3.7 (2.7--5.7)       0.77 (0.34--0.94)       1.6 (1.1--3.2)
  **EnvBMD (mg/cm^3^)**   0.80 (0.54--0.92)                                    3.2 (2.4--5.0)       0.76 (0.47--0.91)                                    6.6 (4.9--10.4)      0.86 (0.54--0.97)       2.9 (2.0--5.7)
  **MivBMD (mg/cm^3^)**   0.80 (0.56--0.92)                                    1.6 (1.2--2.5)       0.69 (0.33--0.88)                                    1.7 (1.3--2.7)       0.66 (0.15--0.90)       1.0 (0.7--1.8)
  **PevBMD (mg/cm^3^)**   0.25[\*](#t1f1){ref-type="table-fn"} (-0.24--0.64)   4.3 (3.2--6.7)       0.34[\*](#t1f1){ref-type="table-fn"} (-0.09--0.68)   7.6 (5.6--12.0)      0.60 (-0.01--0.88)      3.4 (2.3--6.5)
  **MD (mg/cm^3^)**       0.30[\*](#t1f1){ref-type="table-fn"} (-0.20--0.68)   0.7 (0.6--1.2)       0.30[\*](#t1f1){ref-type="table-fn"} (-0.20--0.68)   0.7 (0.6--1.2)       0.88 (0.58--0.97)       0.5 (0.3--0.9)
  **MuA (mm^2^)**         0.99 (0.98--1.00)                                    1.3 (1.0--2.1)       0.99 (0.98--1.00)                                    1.3 (1.0--2.1)       0.99 (0.98--1.00)       2.0 (1.4--3.9)
  **ToA (mm^2^)**         0.98 (0.94--0.99)                                    1.7 (1.2--2.6)       0.96 (0.89--0.99)                                    2.8 (2.1--4.4)       0.98 (0.90--0.90)       1.9 (1.3--3.7)
  **MeA (mm^2^)**         0.99 (0.97--1.00)                                    4.0 (2.9--6.2)       0.98 (0.95--0.99)                                    7.3 (5.4--11.6)      0.99 (0.97--1.00)       3.1 (2.2--6.1)
  **CoA (mm^2^)**         0.97 (0.91--0.99)                                    2.0 (1.5--3.1)       0.94 (0.84--0.98)                                    3.7 (2.7--5.7)       0.97 (0.87--0.99)       2.7 (1.9--5.3)
  **CoD (mm^3^)**         0.31[\*](#t1f1){ref-type="table-fn"} (-0.20--0.68)   8.0 (5.9--12.7)      0.58 (0.15--0.83)                                    3.4 (2.5--5.3)       0.74 (0.21--0.93)       2.3 (1.6--4.5)
  **Average**             **0.77 (0.58--0.85)**                                **2.6 (2.0--4.1)**   **0.78 (0.58--0.91)**                                **3.7 (2.8--5.9)**   **0.87 (0.61--0.96)**   **2.5 (1.7--4.8)**

BM: bone mass; SSI: stress-strain index; EnR: endocortical radius; PeR: pericortical radius; PvBMD: polar volumetric bone mineral density; EnvBMD: endocortical volumetric bone mineral density; MivBMD: Mid-cortical volumetric bone mineral density; PevBMD: pericortical volumetric bone mineral density; MD: muscle density; MuA: muscle area; ToA: total area; MeA: non-cortical area; CoA: cortical area; CoD: cortical density. Italicised values represent fair to good ICC,

represents poor ICC values whereas all other values were considered excellent (ICC \> 0.75).

###### 

Intraclass Correlation Coefficient (ICC) and Coefficient of Variance (CV) for peripheral Quantitative Computer Tomography with 90% confidence intervals for 90 degree segments.

                                60% radius site                                      60% ulna site        50% humerus site                                                                                                                
  ----------------------------- ---------------------------------------------------- -------------------- ----------------------------------------------------- -------------------- ---------------------------------------------------- --------------------
                                ICC (90% CI)                                         CV% (90% CI)         ICC (90% CI)                                          CV% (90% CI)         ICC (90% CI)                                         CV% (90% CI)
  **BM (mg) 0-90°**             0.96 (0.90--0.99)                                    2.2 (1.6--3.4)       0.99 (0.97--1.00)                                     2.2 (1.7--3.5)       0.97 (0.86--0.99)                                    3.4 (2.4--6.7)
  **90-180°**                   0.96 (0.90--0.99)                                    2.5 (1.9--3.9)       0.99 (0.98--1.00)                                     1.5 (1.1--2.3)       0.94 (0.78--0.99)                                    4.0 (2.7--7.7)
  **180-270°**                  0.95 (0.87--0.98)                                    2.7 (2.0--4.3)       0.99 (0.98--1.00)                                     1.8 (1.4--2.9)       0.98 (0.92--1.00)                                    2.9 (2.0--5.6)
  **270-360°**                  0.96 (0.89--0.98)                                    3.6 (2.7--5.7)       0.99 (0.97--1.00)                                     2.5 (1.8--3.9)       0.99 (0.94--1.00)                                    2.4 (1.6--4.6)
  **EnR (mm) 0-90°**            0.97 (0.92--0.99)                                    3.2 (2.4--5.0)       0.97 (0.92--0.99)                                     4.4 (3.3--6.9)       0.98 (0.93--1.00)                                    2.3 (1.6--4.5)
  **90-180°**                   0.98 (0.95--0.99)                                    2.5 (1.9--3.9)       0.98 (0.94--0.99)                                     4.5 (3.4--7.1)       0.99 (0.94--1.00)                                    2.2 (1.5--4.2)
  **180-270°**                  0.98 (0.96--0.99)                                    2.5 (1.8--3.8)       0.97 (0.92--0.99)                                     4.9 (3.6--7.6)       0.99 (0.96--1.00)                                    1.7 (1.2--3.3)
  **270-360°**                  0.99 (0.96--1.00)                                    3.1 (2.3--4.9)       0.96 (0.88--0.98)                                     5.4 (4.0--8.4)       0.97 (0.86--0.99)                                    3.6 (2.5--7.1)
  **PeR (mm) 0-90°**            0.94 (0.83--0.98)                                    1.7 (1.3--2.6)       0.98 (0.95--0.99)                                     1.5 (1.1--2.4)       0.96 (0.83--0.99)                                    1.7 (1.2--3.3)
  **90-180°**                   0.96 (0.89--0.99)                                    1.4 (1.0--2.1)       0.78 (0.48--0.92)                                     3.9 (2.9--6.1)       0.82 (0.41--0.96)                                    3.3 (2.2--6.3)
  **180-270°**                  0.89 (0.71--0.96)                                    2.1 (1.5--3.2)       0.97 (0.91--0.99)                                     2.0 (1.5--3.1)       0.90 (0.64--0.98)                                    2.4 (1.6--4.6)
  **270-360°**                  0.99 (0.97--1.00)                                    1.1 (0.8--1.7)       0.95 (0.86--0.98)                                     1.9 (1.4--3.0)       0.96 (0.82--0.99)                                    2.0 (1.3--3.8)
  **PvBMD (mg/cm^3^) 0-90°**    0.94 (0.83--0.98)                                    1.8 (1.3--2.8)       0.88 (0.70--0.96)                                     2.4 (1.8--3.7)       0.86 (0.51--0.97)                                    0.5 (0.4--1.0)
  **90-180°**                   0.82 (0.56--0.93)                                    2.8 (2.1--4.3)       0.23[\*](#t2f1){ref-type="table-fn"} (-0.28--0.64)    5.2 (3.8--8.1)       0.68 (0.10--0.91)                                    1.9 (1.3--3.7)
  **180-270°**                  0.48 (0.01--0.78)                                    2.8 (2.1--4.4)       0.55 (0.10--0.81)                                     3.1 (2.3--4.8)       0.94 (0.77--0.99)                                    1.3 (0.9--2.4)
  **270-360°**                  0.28[\*](#t2f1){ref-type="table-fn"} (-0.23--0.67)   1.8 (1.3--2.8)       0.65 (0.26--0.86)                                     3.9 (2.9--6.2)       0.61 (-0.02--0.89)                                   2.8 (1.9--5.5)
  **EnvBMD (mg/cm^3^) 0-90°**   0.94 (0.85--0.98)                                    4.2 (3.1--6.5)       0.88 (0.70--0.96)                                     8.1 (6.0--12.8)      0.89 (0.59--0.97)                                    1.1 (0.8--2.2)
  **90-180°**                   0.89 (0.72--0.96)                                    3.3 (2.4--5.1)       0.51 (0.05--0.79)                                     6.5 (4.8--10.3)      0.73 (0.19--0.93)                                    3.8 (2.6--7.3)
  **180-270°**                  0.68 (0.31--0.87)                                    3.0 (2.2--4.7)       0.81 (0.55--0.93)                                     3.3 (2.5--5.2)       0.98 (0.92--1.00)                                    2.4 (1.7--4.7)
  **270-360°**                  0.67 (0.29--0.87)                                    2.3 (1.7--3.6)       0.83 (0.59--0.94)                                     8.3 (6.2--13.2)      0.84 (0.44--0.96)                                    4.4 (3.0--8.7)
  **MivBMD (mg/cm^3^) 0-90°**   0.98 (0.94--0.99)                                    0.9 (0.7--1.5)       0.81 (0.54--0.93)                                     1.5 (1.1--2.4)       0.37[\*](#t2f1){ref-type="table-fn"} (-0.33--0.80)   1.3 (0.9--2.6)
  **90-180°**                   0.91 (0.76--0.97)                                    2.2 (1.6--3.4)       0.74 (0.40--0.90)                                     1.2 (0.9--1.8)       0.94 (0.78--0.99)                                    0.6 (0.4--1.2)
  **180-270°**                  0.77 (0.47--0.91)                                    1.4 (1.1--2.3)       0.51 (0.04--0.79)                                     1.8 (1.3--2.8)       0.56 (-0.10--0.87)                                   0.9 (0.6--1.7)
  **270-360°**                  0.53 (0.08--0.81)                                    1.9 (1.4--2.9)       0.70 (0.34--0.88)                                     2.3 (1.7--3.6)       0.75 (0.25--0.94)                                    1.0 (0.7--1.8)
  **PevBMD (mg/cm^3^) 0-90°**   0.54 (0.08--0.81)                                    3.6 (2.7--5.6)       0.83 (0.59--0.94)                                     2.0 (1.5--3.1)       0.44 (-0.25--0.83)                                   2.8 (1.9--5.4)
  **90-180°**                   0.09[\*](#t2f1){ref-type="table-fn"} (-0.40--0.54)   4.0 (3.0--6.3)       -0.02[\*](#t2f1){ref-type="table-fn"} (-0.49--0.46)   11.3 (8.4--18.1)     0.82 (0.39--0.95)                                    2.9 (2.0--5.6)
  **180-270°**                  0.31[\*](#t2f1){ref-type="table-fn"} (-0.19--0.69)   5.9 (4.4--9.2)       0.44 (-0.05--0.76)                                    8.8 (6.5--13.9)      0.58 (-0.06--0.88)                                   3.5 (2.4--6.7)
  **270-360°**                  0.06[\*](#t2f1){ref-type="table-fn"} (-0.43--0.52)   3.6 (2.7--5.7)       0.09[\*](#t2f1){ref-type="table-fn"} (-0.40--0.54)    8.1 (6.0--12.9)      0.56 (-0.10--0.87)                                   4.2 (2.9--8.2)
  **Average**                   **0.77 (0.55--0.90)**                                **2.6 (2.0--4.1)**   **0.75 (0.51--0.89)**                                 **4.1 (3.0--6.4)**   **0.82 (0.50--0.95)**                                **2.4 (1.7--4.7)**

BM: bone mass; EnR: endocortical radius; PeR: pericortical radius; PvBMD: polar volumetric bone mineral density; EnvBMD: endocortical volumetric bone mineral density; MivBMD: Mid-cortical volumetric bone mineral density; PevBMD: pericortical volumetric bone mineral density. Italicised values represent fair to good ICC, an

represents poor ICC values whereas all other values were considered excellent (ICC \> 0.75).

The overall ICC value for the radius was excellent with 0.77, with a CV value of 2.6%. For the radius, all ICC values for bone mass, SSI, endocortical radius, pericortical radius, total area, non-cortical area, and cortical area, were excellent and ranged from 0.95 to 0.99, with CV values ranging from 0.9% to 4.0%. Endocortical vBMD and mid-cortical vBMD both had excellent ICC values of 0.80, with CV values of 3.2% and 1.6% respectively. Polar vBMD had a fair to good ICC value of 0.63, and a CV value of 0.6%. Pericortical vBMD and cortical density had a fair to good ICC values ranging from 0.25 to 0.31, with CV values ranging from 4.3% to 8.0%.

The overall ICC value for the ulna was excellent with 0.78, and a CV value of 3.7%. For the ulna, all ICC values for bone mass, SSI, endocortical radius, pericortical radius, total area, non-cortical area, and cortical area were excellent and ranged from 0.92 to 0.99, with CV values ranging from 2.0% to 7.3%. Endocortical vBMD had an excellent ICC value of 0.76, and a CV value of 6.6%. Polar vBMD, mid-cortical vBMD, and cortical density had a fair to good ICC values ranging from 0.58 to 0.69, with CV values ranging from 1.7% to 3.7%. Pericortical vBMD had a poor ICC value of 0.34, and a CV value of 7.6%.

The overall ICC value for the humerus was excellent with 0.87, and a CV value of 2.5%. For the humerus, all ICC values for bone mass, SSI, endocortical radius, pericortical radius, polar vBMD, endocortical vBMD, total area, non-cortical area, and cortical area were all excellent and ranged from 0.77 to 0.99, with CV values ranging from 0.5% to 6.6%. Mid-cortical vBMD, pericortical vBMD, and cortical density had fair to good ICC values ranging from 0.60 to 0.74, with CV values ranging from 1.0% to 3.4%.

For soft-tissues, the muscle area for the forearm had an excellent ICC value of 0.99, and a CV value of 1.3%. The muscle density for the forearm had a poor ICC value of 0.30, and a CV value of 0.7%. The muscle area for the upper arm had an excellent ICC value of 0.99, and a CV value of 2.0%. The muscle density for the upper arm had an excellent ICC value of 0.88, and a CV value of 0.5%.

For 90 degree segments, bone mass, endocortical radius, and pericortical radius had excellent ICC values for all segments (≥0.78), with low CV values (≤5.4%). Endocortical vBMD had ICC values ranging from fair to good, to excellent (0.51 ≤0.98), with low CV values (≤8.3%). Polar vBMD, mid-cortical vBMD, and pericortical vBMD had ICC values ranging from poor to excellent (-0.02 ≤0.98), with all CV values low (≤8.8%) except for one location for the pericortical vBMD (11.3%).

Discussion {#sec1-4}
==========

The purpose of this investigation was to determine the between-day reliability of pQCT on commonly measured diaphyseal bone and muscle variables of upper-limb (upper-arm and forearm) cross-sections. We demonstrate between-day reliability of the pQCT for bone measures to be excellent for a majority of reported variables at all upper limb sites, however several variables at various sites only provided fair to good reliability with some variables providing poor reliability. The between-day reliability for upper limb muscle measures were excellent for all muscle area sites, and poor to excellent for all muscle density sites. This study reports, for the first time, reliability data for numerous humeral measures, as well as radial and ulnar diaphyseal bone material and density distribution (endo- and pericortical radii, polar vBMD, endo-, mid- and pericortical vBMD) and forearm muscle measures. These reliability results support the utility for pQCT to provide correct, accurate diagnostic measurements of bone and muscle assessments to be made by clinicians and researchers, with subsequent interventions able to confidently demonstrate efficacy. Although SSI reliability has not been previously reported in the forearm bones, the excellent reliability results are similar to a study by Chaplais et al., 2014 which focused on the second metatarsal, also reporting excellent ICC values (≥0.99) and very low CV values (≤8.9%), suggesting broadly that SSI measures in the upper limbs are reliable\[[@ref5]\]. The excellent reliability results are also similar to a study by Weatherholt et al. (2015), which had very low CV values (1.4%), also suggesting that SSI measures in the upper limbs are reliable\[[@ref9]\].

Area measurements of endocortical radius and pericortical radius had excellent ICC values for all bones (≥0.91) and very low CV values for all bones (≤4.8%). This is in contrast to the volumetric bone measurements of polar vBMD, endocortical vBMD, mid-cortical vBMD, and pericortical vBMD which demonstrated good reliability with low CV values (≤7.6%), though had ICC values ranging from poor (0.25) to excellent (0.86) across sites. Area measurements of muscle were also excellent for all upper limb sites (ICC=0.99), while poor to excellent for muscle density across sites (ICC=0.30-0.88), with high reliability demonstrated in the upper arm versus low reliability in the forearm. This is similar to the bone variables, such that area measurements exhibit high ICC values and low CV values while density measurements exhibited moderate ICC values and low CV values. A possible reason for the excellent reliability observed in area measures versus reduced reliability in density measures could be due to slight patient positioning discrepancies between visits with regards to manual positioning of the cross-section examined or parallax error due to subtle variations of the limb perpendicular to the gantry. Inherently, measures of area may be less sensitive to movement artefact or subtle positional differences between days and scans relative to density measures. Positively, no current studies, to the authors' knowledge, have measured ICC values for muscle variables, which strengthens the current study, particularly as CV's measure the standard deviation as a percent of the mean, and is suitable for within-subject variation; though an ICC takes into account both within and between-subject variation, thus appropriately strengthens the value of reliability analyses\[[@ref23],[@ref24]\].

CV reliability results for upper limb bone mass, cortical area and cortical density are similar to the multiple reliability findings previously reported by Sievänen et al., 1998. Indeed, bone mass results at all three bones for both studies reported very low CV values (≤4.9%)\[[@ref7]\], with similarly low CV values between studies for cortical area and cortical density values (≤8.0%)\[[@ref7]\]. Cortical area and cortical density for this study (Radius ≤8.0%, Ulna ≤3.7%; Humerus ≤2.7%) are comparable to Sievänen et al, 1998\[[@ref7]\] (Radius ≤6.5%; Ulna ≤2.1%; Humerus ≤4.6%). While the CV results for cortical area and cortical density may slightly vary between the studies, all CV values are very low and considered excellent. Furthermore, muscle area CV values for the upper-limb sites of this study (≤2.0%) are very low and similar to the muscle area CV values in the calf region reported by Wong et., al, 2017 (≤2.9%), muscle density values in the forearm by Frank-Wilson et al, 2015 (≤5.3%), and muscle density values in the upper arm by Weatherholt et al, 2015 (1.9%)\[[@ref8],[@ref9],[@ref25]\]. The CV values are also similar for muscle density values between our study (≤0.7%) and the same studies by Wong et. al., 2017 (≤4.1%), Frank-Wilson et al, 2015 (≤2.6%), and Weatherholt et al, 2015 (0.7%)\[[@ref8],[@ref9],[@ref25]\]. The CV values for the upper arm are also similar for total area between our study (1.9%) and a study by Weatherholt et al, 2015 (1.0%)\[[@ref9]\]. There are possible reasons for differences in CV between muscle density and muscle area (which are two separate measurements in the first instance). Muscle area is cross-sectional area (outer circumference) of the muscle; whereas muscle density factors in the amount of muscle within the cross-sectional area defined, inclusive of intramuscular fat and other factors. In addition, CV is calculated as SD/Mean. If the scale does not start from zero (as is the case with volumetric density), a CV does not provide a reasonable description of variability. This is why we also report ICC, which does not suffer from this scale-related anomaly. CV is reported because that is what is routinely reported in the bone field to represent reliability.

Increased reliability at the 60% mid-shaft radius site and the 60% distal ulna site compared to the 50% humerus site may be due to the commencement point for the scans of the forearm being selected by a scout view of the pQCT, while the 50% humerus site was located manually and positioned manually. While the manual selection of the 50% humerus site did result in an excellent average ICC value, it is possible that determining the scan location manually may be less precise than it would be by determining the scan location using scout view. This is because errors in the manual measurements of the limbs may lead to errors in the scan locations\[[@ref26]\]. While this may lead to errors with or without a scout view, previous reference lines from scout views may be used for subsequent scans and this will allow for more precise scans with the scout views; subsequent manual measurements do not have previous reference lines to use\[[@ref26]\]. Another possible reason for the lower average ICC values for the 50% humerus site is due to the clamping and fixation of the arm during scanning. For forearm scans, a clamp can be used to prevent movement\[[@ref27]\]. For the humerus scans, a clamp was not used due to the 50% humerus site being unable to reach the scan location of the pQCT whilst ensuring participant comfort. This may have resulted in slight movement artefact or subtle arm relocation which would have resulted in lower ICC value between days and scans. However, the methodological aspects to securing limbs for scanning was not evaluated in our study and certainly warrants further investigation, particularly with respect to improving reliability and minimising motion artefact. While small motion artefact may not have a large effect on the results, a large amount of motion artefact can affect the results negatively\[[@ref26]\]; and these may have differential effects on area variables relative to density variables. Lastly, an additional limitation and potential reason for the varying ICC values could be due to the positional expertise and measurement of the technician performing the pQCT scans.

Conclusion {#sec1-5}
==========

The overall reliability of pQCT is excellent for the three scanned upper limb long bones as reported by both ICC values and low CV values. Humerus 50% scans are more reliable than radius and ulna 60%, and the humeral reliability could be improved by creating new limb clamping methods to prevent arm movement during the scanning process. Area measurements for bone and some muscle variables were more reliable than volumetric measurements across upper-limb sites.
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